Abstract-A Compton imaging method for medical applications that includes new energy determination and data filtering techniques has been tested using several point sources with known emission lines. Using a prototype Compton camera, a distance-of-closest approach technique has been employed to determine the initial energy of the incoming γ s and to ensure the reconstructed source position is within an acceptable distance from the known γ source location. 
I. INTRODUCTION

C
OMPTON cameras (CCs) have been developed and used in a wide array of applications, from astronomy [1] , [2] to security [3] to medicine [4] - [9] . In addition, there is also increasing interest in using CCs to image the prompt γ (PG) emission resulting from interactions of proton beams in tissue during proton beam radiation therapy as a means of verifying the dose delivered to the patient [10] - [13] . For all of these applications, images have traditionally been created by first recording the energy deposited and spatial coordinates (x, y, z) of γ s that interact (Compton scatter, photoelectric absorption, or pair production) at least twice in the CC. For γ s that interact twice in the CC (double scatter events) with "standard Compton imaging" the γ initial energy (E 0 ) is determined as
where E 1 and E 2 are the energies deposited in the first and second γ interaction in the CC, respectively. For γ s that interact at least three times (triple scatter events) in the CC, for standard Compton imaging E 0 is determined using
where m e c 2 is the rest mass of the electron and θ 2 is the second scattering angle defined as the angle between the vector, v 1 , defined by the positions of the first and second interactions and the vector, v 2 , defined by the second and third interactions in the CC [14] . Using the determined E 0 of the incident γ , the initial scattering angle (θ 1 ) is determined by cos θ 1 = 1 + m e c 2 1
The emission point of the γ is then constrained to lie on a cone, known as the "cone-of-origin," whose vertex is located at the point of first interaction in the CC, with a vertex angle of θ 1 , and with v 1 as its central axis. This cone is then used to produce the image of the measured γ emission using either back projection or statistical image reconstruction methods. Historically, signal-to-noise and spatial resolution of images produced using this method have been limited by the finite size of the detector pixels as well as the effects of the finite energy resolution of the CC detector components and Doppler broadening [15] . Additionally, determining E 0 requires the γ to deposit its full energy (double scatter event) or to interact at least three times (triple scatter event), limiting the detector's efficiency. In the case of medical imaging, however, the total radiotracer activity used for imaging procedures and the time available to acquire images are both limited, making detection efficiency very important. These CC limitations on detection efficiency and the accuracy of E 0 , combined with the limited 2469-7311 c 2017 IEEE. Personal use is permitted, but republication/redistribution requires IEEE permission.
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time available to acquire the data, makes producing images with adequate signal-to-noise and spatial resolution difficult. However, in the case of medical imaging, some information about the initial position of the γ emission may be known. For example, the location of the tumor could be known from CT images acquired in conjunction with the PET images and would be the most likely point of radiotracer γ emission (or at least the point of highest interest). Also, in the case of imaging of PGs during proton radiotherapy, the directional vector of a proton pencil beam used for cancer treatments would be known. Since PGs are only emitted, where the proton beam interacts with the patient, the beam vector would be the most likely point of PGs created during proton radiotherapy. In fact, various methods of incorporating known information about the initial beam position and a priori guesses about the γ energy spectra as a means of improving Compton imaging have been studied [16] - [19] .
In this paper, we describe a new event selection method for Compton imaging for instances in which information about the γ source position is known. This method consists of a combination of two data processing/filtering techniques: 1) the distance-of-closest approach (DCA) technique used to determine E 0 of the γ s and 2) the Compton line (CL) filter used to remove double or triple scatter events whose E 1 and θ 1 values do not match those predicted by the Compton scatter formula. Initial proof-of-principle studies were performed by imaging both point sources and an extended source of γ s determining the improvement to spatial resolution of a prototype CC over that achievable with standard Compton imaging when the DCA + CL Compton (D2C) method is applied [20] .
II. DESCRIPTION OF THE POLARIS J COMPTON IMAGER
The prototype CC imager used for this paper was the Polaris J detection system from H3D Inc.
[21] shown in Fig. 1 . The Polaris J contains four detector stages, each composed of an independent Polaris detection platform [22] , electronically linked to form a single CC. Each detection stage contains four CdZnTe crystals arranged in a 2 × 2 (4 × 4 cm 2 ) array (stages 1 and 2 with 20 mm × 15 mm × 20 mm crystals and stages 3 and 4 with 20 mm × 10 mm × 20 mm crystals) with each crystal pixelated 11 × 11 in the x and z directions on the cathode.
For Compton imaging, the Polaris J can be configured to measure γ events within each stage independently (single-stage mode) as shown in Fig. 1(c) , or require that multiple stages measure an event in coincidence using a synchronization-timing module before the event is recorded (multistage mode) as shown in Fig. 1(d) . The CC's triggering system has "double-coincidence" and "triple-coincidence" modes that record events with at least two or at least three simultaneous interactions, respectively. The data is recorded in list mode and includes the energy deposition, (x, y, z) coordinates of the interaction, and the stage in which the event occurred. In single-stage mode the stage would be the same for each recorded γ interaction, while for multistage mode, the stage would be different. For a more detailed description of the Polaris J detector system, refer to [23] .
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III. MEASUREMENTS
To test the D2C Compton imaging method, measurements of γ emission from 60 Co, 137 Cs, and 22 Na point sources were made with the Polaris J. The point sources, from Spectrum Techniques Inc. (Oak Ridge, TN, USA), are 2.5 cm diameter disk sources that are 2.5 mm thick, each with an active volume of 2 mm diameter (aligned along the y-axis, Fig. 1 ) by 50 μm thickness (aligned along the z-axis, Fig. 1 ) and an activity of 0.66 μCi, 0.93 μCi, and 0.42 μCi for 60 Co, 137 Cs, and 22 Na, respectively. Due to the size of the detector arrays in our prototype CC and the configuration of the stages, we found that the rate of double/triple scatters in a single stage is much higher than for multistage double/triple scatters. Therefore, to ensure adequate data could be measured in a timely manner with our low activity point sources, data was collected in single-stage/double-coincidence mode. First, separate measurements were taken with each source centered in front of the detector (z = 0 mm), as shown in Fig. 1 (inset) .
Next, single-stage energy spectra measurements were made for 60 Co and 137 Cs sources together (positioned at z = 0 mm) in which the sum of the energy deposited for all interactions by a γ (single interactions and multiple interaction events) was recorded and saved in a histogram file with bins of 10 keV. Finally, to test the energy determination and achievable spatial resolution of the D2C method with the current CC, we carried out measurements either with each point source separately or all three point sources together placed back-to-back (shown in Fig. 1 ). For the 3-point source measurements, the 22 Na source was centered in front of the CZT array in the first stage, while the 137 Cs and 60 Co sources were located at +/− 2.5 mm [see Fig. 1(b) ], respectively, with a setup uncertainty of ∼1 mm.
To assess D2C imaging for extended γ sources, PGs emitted during proton beam irradiation of a water phantom were performed at the Roberts Proton Therapy Center, University of Pennsylvania. A description of the facility and proton beam irradiation conditions used for these measurements can be found in [12] . For the measurements presented in this paper, 5 Gy of dose (∼9 × 10 8 protons) was delivered with a monoenergetic 150 MeV pencil beam using clinical beam currents, with the CC operating in multistage/doublecoincidence mode. The beam delivery conditions and the experimental arrangement of the Polaris J CC stages for the beam measurements presented in this paper were identical to those used in [12] (see [12, Fig. 1]) , except that the CZT array in stage 1 was at a distance of 20 cm from the central axis (z-axis described in Fig. 1 ) of the proton beam.
Since the CZT arrays in the Polaris J are only 4 × 4 cm 2 , the effective field of view of the CC is limited to only ∼5 × 5 cm 2 due to the CC stage configuration. Therefore, to image the entire range of the proton pencil beam in the water tank (∼15 cm), three separate measurements were made with the CC. Each measurement was delivered on the same treatment gantry using a clinical treatment plan containing a single pencil beam. By delivering the beam in clinical treatment mode we could ensure the dose was delivered with an uncertainty of less than 3%, per clinical treatment guidelines. Additionally to ensure no build-up of background signal from induced positron emitters in the water phantom for each subsequent measurement, the water was drained and replaced between measurements. The first measurement was made with the stage 1 CZT array centered at z = 0 cm, the second with the CC shifted so that the stage 1 CZT array was centered at z = 4 cm, and the third with the CC shifted so that the stage 1 CZT array was centered at z = 8 cm. The results of the three measurements were combined prior to any data processing by interleaving them (using Linux) to form a single list-mode text data file used for image reconstruction to simulate a CC with a 4 × 12 cm 2 first stage CZT array.
We then compared images of the PG emission reconstructed using unfiltered data (standard Compton imaging), as well as using the D2C method (DCA + CL filtering of the data). Additionally, we compared these images to the dose delivered by the beam measured with either a PTW 34070 Bragg peak ion chamber (PTW-Freiburg, Freiburg, Germany) or EBT2 Gafchromic film (International Specialty Products, Wayne, NJ, USA).
IV. D2C IMAGING METHOD
The D2C imaging method requires two separate steps to post-process the measured CC data prior to image reconstruction. These two steps are the: 1) DCA processing; 2) CL filtering, which are both described below. A glossary of terms used to describe the DCA processing and CL filtering methods is provided in the supplementary material. 
A. Distance-of-Closest Approach Processing
The DCA is defined as the shortest distance between the source position and the cone-of-origin surface [15] , [24] . In previous applications [15] , [24] , DCA has been used as a metric to understand how the physical characteristics of a CC affect characteristics of a detected γ cone-of-origin, and how these effects impact image reconstruction. In this paper, DCA is used to process the measured data in two different ways. First, a novel DCA-based energy determination method is used to calculate the initial energy (E 0 ) of the incoming γ , and then DCA filtering is used to ensure cones-of-origin are within a predefined distance of the known source location.
DCA filtering can be used in the reconstruction of images of extended (line) sources as well as point sources. In the case of an extended line source, we must calculate the shortest distance between the cone-of-origin and the central axis of the line source. A full definition and derivation of the extended source DCA can also be found in the supplementary material.
1) DCA Energy Determination: To calculate the initial energy (E 0 ) of the incoming γ using DCA, information about the energy deposited in the first scatter, coordinates of the first and second scatters, and an estimate (initial guess) of the initial energy (E i ) are needed. Using these values, the shortest distance between the source and a test cone-of-origin produced using E i is calculated according to
In some cases the initial energy of the incoming γ will be known (e.g., 511 keV from PET radiotracers). In these instances, the known E 0 is chosen for E i and the DCA is calculated. In other cases, however, E 0 may need to be determined. This may be because: 1) multiple distinct emission energies are possible (e.g., 60 Co or PG emission during proton beam radiotherapy [25] , [26] ) or 2) the energy is completely unknown. For these two cases, the γ initial energy is determined as follows. (the DCA determined initial energy), which we assign as E 0 for the γ . Case 2: The initial energy is completely unknown. The DCA can be calculated over a range of E i values in increments of E i (with both values being initial input parameters chosen by the user). The E i value that gives the minimum DCA in the tested energy range is then chosen as E DCA 0 and assigned as the γ E 0 . In this initial feasibility study, for both cases 1 and 2, the E 0 values were tested from lowest energy to highest energy. In the event that a cone was found to intersect the source position or the axis of the extended source (DCA = 0), this energy was chosen as E 0 . The DCA energy determination was stopped at this point and any higher emission energies were not tested for that γ scatter event.
To ensure the DCA method was able to correctly determine E 0 , we studied the simultaneous measurement of the 60 Co and 137 Cs point sources. Assuming the DCA correction was working as expected, the individual spectral lines from both sources should appear in the DCA determined E DCA 0 spectrum of the combined data file for both cases 1 and 2. Since 60 Co has lines at 1.17 and 1.33 MeV, and 137 Cs has a line at 662 keV, we first used these three energy lines as E i energy values for case 1 to determine E DCA 0 for each double/triple scattered γ . Next, the DCA was calculated using case 2 for a range of γ energies from 0 to 1.5 MeV in increments of E = 10 keV for determination of E DCA 0 . Fig. 2 shows the resulting E DCA 0 filtered spectrum from the 60 Co/ 137 Cs measurement data for cases 1 and 2 energy determination methods, compared with the measured spectrum from the CC. Both cases of the DCA method are able to identify the spectral lines present in the data, with an eliminated (i.e., case 1) or greatly reduced (i.e., case 2) background at low energies.
2) DCA Filter: Once E 0 for each γ is determined, a "DCAfilter" is applied to the data. The filter is used as a means of removing coincident γ events from the data whose cones do not come within a predefined distance of the source position. Since these cones do not intersect or lie in close proximity to the known source position, we surmise that they will only contribute noise to the final image, and therefore, we wish to remove them from the data used for image reconstruction.
3) Compton Line Filtering: Following the determination of E 0 and application of the DCA filter, "bad" scattering events (i.e., those not from double/triple scatter γ s) can be further removed from the data using a CL filter. Equation (3) can be rearranged to give the well-known Compton relation for the energy deposited in the first scatter (E 1 ) as a function of scatter angle (θ 1 ) where α = E 0 /m e c 2 . If E 0 is known, then the theoretical value of E 1 can be determined for a given θ 1 . Fig. 3(a) shows the measured E 1 values versus the calculated scattering angle (θ 1 ) for the case in which E o was calculated in the standard Compton imaging manner using (1) or (2) for the raw 60 Co point source data, along with the theoretical CLs calculated with (5) for E o = 1.17 MeV and 1.33 MeV γ s. Two distinct bands of data can be seen in the measured data around the theoretical CLs. We identify the data points that lie within these bands as "good scatter events" that we wish to use for our image reconstruction, since they correspond to the theoretical predictions of the Compton scattering (5). Additionally, as seen in Fig. 3(b) , DCA filtering acts to remove most of the data that does not lie along the CLs, indicating that the data along these lines account for most of the γ events whose cones-of-origin lie closest to the source position. For larger DCA-filter limits, more cones were accepted for reconstruction. However, these cones could be further from the source and result in more noise in the final image. If, on the other hand, the DCA-filter was too small, too few events were kept to allow reconstruction of a meaningful image. A DCA-filter of 5 mm was chosen for the point source studies because it gave the best balance between noise reduction and accepting an adequate number of events compared to other values tested (20, 15, 10 , and 2 mm). A further study of the images as a function of DCA filter size can be seen in the supplementary material. For the extended source studies, a value of DCA = 1 cm (which corresponds to the 1-sigma width of the proton beam) was used for filtering.
For CL filtering of each γ , we test if the measured E 1 for a given θ 1 falls within a preset range around the theoretical value predicted by (5) by using its DCA determined E 0 (see Section IV-A1) and θ 1 [from (3)]. This CL filter can then be described by the relationship
where CL+ and CL-are the upper and lower limits of the filter expressed in percentage above or below the theoretical E 1 which is acceptable. For CL filtering, if the measured E 1 value for a γ satisfies the relationships of (6a) and (6b) for the predetermined CL+ and CL-limits, then the measured γ is kept and used for image reconstruction. If not, it is removed from the data used for reconstruction. Fig. 4(a) shows the E 1 versus θ 1 plot for the measured 60 Co data after CL filtering. For both the point and extended source studies, we found that a CL+ = 1.04 (4% above the theoretical E 1 value) and CL-= 0.9 (10% below the theoretical E 1 value) provided the best results for image reconstruction (see supplementary material).
B. Reconstruction
Following DCA processing and CL filtering, one final correction was applied to the data to ensure the reconstruction software would identify the γ energy determined using DCA. In standard Compton imaging, the incident γ energy is determined using (1) for double scatter events or (2) for triple scatter events. Because the image reconstruction software we used to produce the final images uses (1) and (2) to determine the energy of the incident γ , for the D2C method, we must adjust the measured value of either E 1 or E 2 to ensure the energy calculated by the software matches that calculated using DCA. Since E 1 is also used to calculate the scattering angle [see (3)], we could not alter it and therefore the measured E 2 value is corrected prior to image reconstruction. The correction we developed for E 2 allows us to correct the energy detected back to the theoretical CL, shown in Fig. 4(b) . First, DCA processing is used to calculate the expected energy (E DCA 0 ) as described in Section IV-A1. Next, for double scatter events, the E 2 is "corrected" by ensuring
A similar correction can also be made for triple scatter events, where
where E DCA 0 is the initial γ energy from the DCA energy determination method, and θ 2 is the second scattering angle as defined for (3). These two corrections ensure that the reconstruction software will correctly identify the energy of the incoming γ calculated using DCA. After applying the energy correction, we reconstruct the data using a variation of the SOE algorithm [27] - [29] , although any Compton imaging reconstruction algorithm (backprojection or statistical) could be used in principle.
V. IMAGING RESULTS
A. Point Source Imaging
Using the value of the source activity and the duration of the measurement, we estimated a raw (total number of events) double/triple scatter detection efficiency of 4.6 × 10 −4 per emitted γ for the 60 Co source (see supplementary material for full details). From the raw events, a total of 368 321 were found to have a cone-of-origin that intersected with the reconstruction volume, and thus were accepted by the software for reconstruction. Events rejected by the reconstruction software are believed to be mostly due to simultaneous detection of two separate γ s and are thus not true double/triple scatter events of a single γ . Of these, 25 708, 97 188, and 6203 events were used for the DCA filtered, CL filtered, and full D2C data reconstructions. From these numbers we estimate an efficiency of detecting double/triple scatters (both the 1.17 MeV and 1.33 MeV γ s) used for reconstruction to be 1.4 × 10 −4 per emitted γ for the unfiltered data and 9.7 × 10 −6 , 3.7 × 10 −5 , and 2.3 × 10 −6 per emitted γ for the DCA, CL, and D2C filtered data, respectively. For the 22 Na source (both 511 keV and 1.224 MeV γ s) the efficiencies for detecting reconstructable events were 6.6 × 10 −4 , 1.1 × 10 −5 , 1.1 × 10 −5 , and 1.8 × 10 −6 per emitted γ , and for the 137 Cs source 2.2 × 10 −4 , 3.5 × 10 −6 , 7.4 × 10 −5 , and 1.5 × 10 −6 for the unfiltered, DCA, CL, and D2C filtered data, respectively.
To demonstrate the effects of each step in the D2C process, Fig. 5 shows 2-D projection images reconstructed using unfiltered data [standard Compton imaging] [ Fig. 5(a) and (e)], DCA filtered data using case 1 [ Fig. 5(b) and (f) ], CL filtered data [ Fig. 5(c) and (g) ], and full D2C (DCA + CL filtered) data [ Fig. 5(d) and (h) ] for the centered 60 Co source (both 1.17 MeV and 1.33 MeV γ s used). As seen in Fig. 5 , the source position is properly located in the XZ plane for unfiltered data and for all steps in the D2C method. However, the source location in the YZ plane is only properly reconstructed with the full D2C method (DCA + CL filtering). We believe the large number of γ s in the unfiltered data caused the failure of the reconstructions in the YZ plane. Since the detector array in the CC first stage (where ∼95% of usable γ s first scatter) is only 4 × 4 cm 2 , the cones-of-origin for the unfiltered data are very densely clustered as they come to an apex in the CCs first stage. The SOE algorithm used for image reconstruction will produce an estimation of the number of measured γ emissions in each voxel of the reconstruction volume that is maximum in the region that the cones-of-origin most densely overlap, resulting in a final image that is pushed toward the CC first stage (+y-direction boundary of the reconstruction volume). When the full D2C filtering is applied, many of the events that were not due to a "good" γ scatter were removed, and the highest density of cone-of-origin overlap in the reconstruction volume then is shifted to the source location, were the final image now forms.
Even with the reduced number of events, image quality is greatly improved using the full D2C method with the image noise greatly reduced. To demonstrate this, we determined the full width at half maximum (FWHM) for each scenario by plotting 1-D profiles, taken along each axis as shown in Table I shows the results of these fits for the 60 Co source, as well as the 22 Na (511 keV and 1.227 MeV γ s) and 137 Cs (662 keV γ s) sources for five separate measurements with each source. The D2C technique gives the smallest FWHM in the x and z directions, with improvements of 71% and 67% observed in the x and z directions for the 60 Co source. Similar improvements are also seen with the other two point sources.
To test the achievable resolution, we analyzed the simultaneous measurements of all three point sources. The effect of each filtering step of the D2C process on the measured three point source data is shown in Fig. 6 . In the unfiltered data, the CL lines from the 511 keV and 662 keV γ s are visible at all scatter angles. The higher energy lines (1.17, 1.227, and 1.33 MeV) are only visible at lower angles, as they are masked by the background caused by events not correlated to a true Compton double/triple scatter event. In the DCA filtered data (DCA = 5 mm) all the CLs are visible with the 1.227 MeV line being the weakest, which is not unexpected since the 22Na source (0.43 μCi) is the weakest of the three point sources. After CL filtering and D2C energy correction, the CL lines from the five selected γ s are used for image reconstruction. Fig. 7 (a) and (c) shows the 2-D XZ and YZ planar projections for reconstructions of the unfiltered data, while Fig. 7(b) and (d) shows the 2-D XZ and YZ planar projections for reconstructions of the D2C data (using the same emission lines used for the individual source reconstructions). For the unfiltered data, the source location is only reconstructed correctly in the XZ plane, and the positions of the individual sources cannot be identified in the images. However, the individual sources are visible in both the XZ and YZ projections for the D2C data. From the D2C data, the sources were reconstructed at −3.3, −0.8, and 1.8 mm in z. The peaks of the sources were also separated by 2.5 mm, as expected based on source arrangement. These positions indicate a −0.8 mm offset from the expected position of each peak, which is very possible due to the 1 mm uncertainty in our ability to position the sources with respect to the center of the CZT array in CC stage 1. Fig. 8 shows the measured E 1 values as a function of the calculated scatter angle for the extended source of PGs emitted during proton beam irradiation. No distinct CLs can be seen in the unfiltered data. We believe this is due to the high multistage count rate (∼4000/s) during irradiation, which overwhelmingly results in two (or more) separate PGs being detected simultaneously and being recorded by the CC as a coincidence event. The large number of these bad simultaneous detection events results in noise in the data, which mask the CL lines in Fig. 8 .
B. Extended Source Imaging
Previous studies have shown that specific γ emission lines from hydrogen-neutron capture, carbon, and oxygen are strongly correlated to the proton depth dose distribution and produce the best results for PG imaging [26] , [30] . Therefore, in this feasibility study, we used characteristic emission lines 2.2 MeV, from hydrogen-neutron capture, and 4.44, 5.2, and 6.12 MeV from proton scatters with oxygen nuclei [26] , [30] along with case 1 of the DCA-energy determination technique.
When the DCA filter (DCA = 1 cm) is applied, many of the bad events are removed from the data and several features appear in the plot. This includes the CL correlating to the 2.2 MeV PG emission from hydrogen-neutron capture events.
Also, a line at 511 keV across all scatter angles arising from the photoelectric absorption of positron annihilation γ s emitted from the water tank (as E 1 ) and a simultaneous interaction of a second γ (E 2 ). A second type of event involving positron annihilation γ s can be seen as a line starting at ∼30 • , intersecting 511 keV at ∼60 • , and asymptotically rising toward 90 • . This line represents events in which a PG Compton scattered (E 1 ) and a 511 keV γ was detected simultaneously (E 2 ). Finally, a line at a fixed energy of ∼3.4 MeV across all angles can be seen, which represents a pair production event of a 4.44 MeV PG (E 1 = 4.44 − 1.022 MeV) detected simultaneously with another γ (E 2 ). Since these last three types of interactions do not involve true coincident Compton scatters, they do not have the shape of an expected CL. As a final step, the CL filters are applied for the 2.2, 4.4, 5.2, and 6.1 MeV PGs and the energy correction applied to complete the D2C filtering process as shown in Fig. 8(c) and (d) . Fig. 9 shows 2-D projection images using reconstructed unfiltered data [ Fig. 9 (a) and (d)] compared to a 2-D projection image reconstructed using D2C data [ Fig. 9(b) and (e)]. For the measurement, 1.6 million double/triple scatter events were recorded by the CC. After full D2C filtering 4309 events remained in the measured data giving a PG measurement rate of ∼1.7 × 10 −3 events/proton and ∼4.8 × 10 −6 events/proton for the unfiltered and D2C data, respectively. Using unfiltered data (i.e., standard CC imaging), the range and shape of the proton beam is not easily discernible. However, with D2C, the direction and range of the beam is discernible in the images and the width in the x-direction better matches the measured lateral profiles [ Fig. 9(c) ]. Next, we also looked at the 1-D depth profiles of the beam for unfiltered data compared to the D2C data [ Fig. 9(f) ]. The profile in depth obtained using the D2C data (green) shows much better correlation with the ion chamber depth dose measurement (black) than the unfiltered data profile (blue).
VI. CONCLUSION
The D2C method for CC imaging represents a novel way to filter bad scatter events from the measured data that most likely did not originate from an actual double/triple γ scatter event in the CC. D2C filtering is applied before final reconstruction, and therefore any reconstruction algorithm could be used to produce the final images. Additionally, D2C retains the ability to reconstruct images in three spatial dimensions without becoming unwieldy in contrast to other methods [16] , [17] , [19] , and can even produce "energywindowed" images (if only one γ energy is chosen for D2C filtering).
The relative ease of implementation of D2C, we believe, lends it to a range of applications in medical imaging. In the case of in-vivo imaging of PGs during proton radiotherapy, this paper shows that by using only good double/triple scatter γ interactions (identified with D2C), images of extended line sources can be reconstructed with many fewer events than previously reported [12] , [16] .
For proton radiotherapy, this potentially reduces the PG measurement rate requirements and/or the total dose (i.e., number of protons) required for CC-based PG imaging, which is an extremely important step for making Compton imaging an in-vivo viable method.
Future work will be focused on further studies and analysis for improving the efficiency of good event measurement with subsequent CC designs and to improve the D2C method to allow high resolution images needed to detect small proton beam range shifts (≤2 mm), as well as study its potential for PET and other nuclear imaging applications.
